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Background/Aims: Tlie use of self-expandable metallic 
stents (SEMS) is an established palliative treatment for ma- 
lignant stenosis in the gastrointestinal tract; therefore, its 
application to benign stenosis is expected to be beneficial 
because of the more gradual and sustained dilatation in the 
stenotic portion. We aimed in this prospective observational 
study to evaluate the efficacy and safety of temporary SEIVIS 
placement in benign pyloric stenosis. Methods: Twenty-two 
patients with benign stenosis of the prepylorus, pylorus, and 
duodenal bulb were enrolled and underwent SEIVIS place- 
ment. We assessed symptom improvement, defined as an 
increase of at least 1 degree in the gastric-outlet-obstruction 
scoring system after stent insertion. Results: No major com- 
plications were observed during the procedures. After stent 
placement, early symptom improvement was achieved in 18 
of 22 patients (81.8%). During the follow-up period (mean 
10.2 months), the stents remained in place successfully for 
6 to 8 weeks in seven patients (31.8%). Among the 15 pa- 
tients (62.5%) with stent migration, seven (46.6%) showed 
continued symptomatic improvement without recurrence of 
obstructive symptoms. Conclusions: Despite the symptom- 
atic improvement, temporary SEIVIS placement is premature 
as an effective therapeutic tool for benign pyloric stenosis 
unless a novel stent is developed to prevent migration. (Gut 
Liver 2013;7:417-422) 



Key Words: Benign pyloric stenosis; Self-expandable metallic 
stent 

INTRODUCTION 

Benign stricture of the alimentary tract is caused by peptic 



ulcer, postsurgical healing of an anastomosis, or ingestion of 
corrosive agents, and involves various sites including the esoph- 
agus, pylorus, duodenum, and colon. Pyloric stenosis due to 
benign causes has been treated with endoscopic balloon dilata- 
tion as an alternative to surgery.'"* However, although its short- 
term clinical outcome is favorable, the long-term results are 
often disappointing, with 51% of patients requiring subsequent 
surgery, 330/0 experiencing recurrent obstructions, and there is 
an associated risk of bleeding or perforation.^"* 

The use of self-expandable metallic stents (SEMS) is an es- 
tablished palliative treatment to relieve the obstructive symp- 
toms of inoperable gastrointestinal (GI) tract malignancy with 
stenotic change. Newly-developed SEMS that are flexible and 
can maintain patency on a severely curved pylorus or duodenal 
bulb, combined with use of a delivery system for through-the- 
scope (TTS) placement with a large working channel, enable 
endoscopists to insert stents under the inspection of targeted 
sites.''"'" Obstruction of the stomach or duodenum may cause 
nausea, vomiting, or cachexia, which can lead to malnutri- 
tion and clinical deterioration." SEMS have some benefits over 
gastrostomy including a higher convenience for use and fewer 
complications, and can be considered as the first option for pal- 
liative treatment of malignant gastroduodenal obstruction in 
patients with poor performance status and life expectancies of 
less than 6 months.' '^ 

Given this background, SEMS application in benign steno- 
sis can be expected to be beneficial due to more gradual and 
sustained dilatation in the stenotic portion, no need to repeat 
procedures, and fewer major complications other than stent 
migration. However, there have been a few small studies and 
case experiences on the treatment of benign pyloric stricture by 
temporary placement of endoscopic stent.'^ Therefore, in this 
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Study we evaluated the efficacy and safety of temporary SEMS 
placement in benign pyloric stenosis. 

MATERIALS AND METHODS 

1. Patients 

From May 2003 to March 2012, 22 patients with benign ste- 
nosis of the prepylorus, pylorus, and duodenal bulb, or of an 
anastomosis site were enrolled and underwent SEMS insertion. 
All of the enrolled patients met the following criteria: 1) had 
suffered from obstructive symptoms such as nausea, vomiting, 
abdominal bloating, and pain that were not improved after con- 
servative freatment; 2) showed succussion splash; and 3) had 
findings of pyloric stenosis on upper Gl imaging after oral con- 
trast opacification through which an endoscopic tip could not 
be passed. All of the patients received upper Gl imaging after 
oral confrast, and the degree and site of stenosis were evaluated 
before the endoscopic procedure. We excluded patients if they 
had only mild obstructive symptoms and the endoscope could 
pass through the stenosis, or if there was evidence of multiple 
strictures or obstructions. Informed consent was obtained from 
each patient and the study was a designed as prospective obser- 
vational series. This study was approved by the Ethics Commit- 
tee of Korea University Guro Hospital. 

2. Equipment 

We used covered pyloric SEMS that were 18 or 20 mm in 
diameter and 70, 80, 90, or 100 mm in length. The stent was 
tightiy mounted on a delivery system with an outer diameter of 
10 to 11 Fr and overall length of 180 cm. We deployed the stent 
by inserting the delivery system through the working channel 
of the endoscope. We used a forward-viewing endoscope with a 
working channel of 3.7 mm (GIF-2T 240; Olympus Co., Tokyo, 
Japan), and a standard 5 Fr biliary catheter and a flexible 0.035 
inch biliary guidewire (MET-II-35; Wilson-Cook, Winston- 
Salem, NC, USA) to guide and negotiate through the stenosis. 

3. Endoscopic teclinique 

All procedures were performed under endoscopic and fluoro- 
scopic guidance. After identification of the stenosis, a standard 
bUiary catheter was passed through the working channel, fol- 
lowing a biliary guidewire. When the catheter was then passed 
through the stenosis, a water soluble contrast liquid was in- 
jected and the distal end of the stenosis was monitored under 
fluoroscopic control. The length of the stenosis was estimated 
by the distance the catheter traveled over the guidewire. After 
this, a stiff guidewire (Jagwire™; Boston Scientific, Natick, MA, 
USA) was inserted through the catheter, which was then able to 
be removed. 

We selected a covered stent that had 1 to 2 cm of free margin 
proximal and distal to the stenosis. An undeployed SEMS deliv- 
ery system was inserted through the working channel of the en- 



doscope over the guidewire, and the stent was slowly deployed 
from the distal to the proximal end. Repositioning of the proxi- 
mal end of the stent was performed as needed. After placement 
of the stent, the stiff guidewire and endoscope were withdrawn 
and the position of stent was confirmed by abdominal plain ra- 
diography. 

4. Assessment of clinical outcomes and follow-ups 

We evaluated the clinical outcomes such as symptomatic 
improvement, recurrence of obstructive symptoms, and stenosis 
after SEMS insertion. Degree of obstructive symptoms before 
and after SEMS application was assessed using gastric outiet 
obstruction scoring system (GOOSS),"^ as 4-point scale: 0, no 
oral intake; 1, hquids only; 2, soft solids only; 3, low reside or 
fiiU diet. GOOSS was assessed before and 3 days after the pro- 
cedure. FoUow-up endoscopy was performed 24 hours after the 
procedure to evaluate the position and patency of the stent and 
to identify any early complications. After the initial foUow-up, 
oral intake was permitted beginning with liquids and progress- 
ing to a soft diet if there was no major complication. Further 
foUow-up endoscopic examinations were performed 1, 2, 4, and 
6 weeks after SEMS application. If symptoms had improved 
and the previously inserted SEMS was in place, 6 to 8 weeks 
into the follow-up period, the SEMS was removed through an 
endoscopic procedure using a polypectomy snare or a rat tooth. 
After elective removal of SEMS, patients were given upper 
Gl endoscopy at 3- to 6-month intervals or when obstructive 
symptoms recurred. If migration of the SEMS occurred, patients 
were subdivided into early migration (migration within 8 days 
of the procedure) and late migration (migration after the 8th 
day) groups and their clinical courses were compared. 

RESULTS 

1. Baseline characteristics of patients 

Of the 22 patients, 19 were male and three were female, with 
a mean age of 51.1 years (range, 28 to 85 years). The causes 
of benign stenosis were duodenal ulcer in 15 patients (68.2%), 
gastric ulcer in five patients, both gastric and duodenal ulcers 
in one patient, and prepyloric stenosis after endoscopic submu- 
cosal dissection in one patient. Four of them underwent endo- 
scopic balloon dilation therapy prior to SEMS insertion (Table 1). 

2. Clinical outcomes and complications 

During the SEMS insertion procedure there were no major 
complications such as serious bleeding or bowel perforation or 
procedure-related mortality. After SEMS placement, early symp- 
tomatic improvement, defined as an increase of GOOSS by at 
least 1 degree within 3 days of the procedure,*^ was achieved in 
18 of 22 patients (81.8%) whereas no improvement was noted 
in four patients. Regarding the degree of GOOSS, five patients 
with GOOSS 1 and one patient with score 0 were improved to 3 
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Table 1. Baseline Characteristics of the Patients Who Underwent Self-Expandable Metallic Stent Insertion because of Benign Pyloric Stenosis 



Case Sex/Age, yr Etiology Site Stent name (company) ' length, 

mm 



1* 


M/54 


DU 


Pylorus and bulb 


Niti-S (Taewoong) 


18 


80 


2 


M/46 


DU 


Pylorus and bulb 


Bonastent (Standard Sci Tech) 


20 


80 


3 


M/51 


DU 


Pylorus and bulb 


Bonastent (Standard Sci Tech) 


20 


80 


4 


M/59 


DU 


Pylorus and bulb 


Niti-S (Taewoong) 


18 


80 


5 


F/85 


GU and DU 


Pylorus and bulb 


Multi MI Tech (MI Tech) 


18 


70 


6 


M/54 


Post-ESD healing 


Prepyloms 


Bonastent (Standard Sci Tech) 


20 


100 


7 


M/44 


DU 


Pylorus and bulb 


Bonastent (Standard Sci Tech) 


20 


80 


8* 


M/37 


DU 


Pylorus and bulb 


Niti-S (Taewoong) 


18 


80 


9 


M/57 


DU 


Pylorus and bulb 


Multi MI Tech (MI Tech) 


18 


70 


10 


M/68 


GU 


Pylorus and bulb 


Multi MI Tech (MI Tech) 


18 


90 


11 


M/36 


GU 


Pylorus and bulb 


Multi MI Tech (MI Tech) 


18 


90 


12 


M/41 


GU 


Pylorus and bulb 


Multi MI Tech (MI Tech) 


18 


90 


13 


M/69 


DU 


Pylorus and bulb 


Multi MI Tech (MI Tech) 


18 


90 


14 


M/28 


DU 


Pylorus and bulb 


Niti-S (Taewoong) 


18 


80 


15* 


F/63 


GU 


Pylorus and bulb 


Bonastent (Standard Sci Tech) 


20 


100 


16 


M/32 


DU 


Pylorus and bulb 


Bonastent (Standard Sci Tech) 


20 


80 


17" 


M/56 


DU 


Pylorus and bulb 


Niti-S (Taewoong) 


18 


60 


18 


M/52 


DU 


Pylorus and bulb 


Niti-S (Taewoong) 


18 


80 


19 


M/43 


DU 


Pylorus and bulb 


Niti-S (Taewoong) 


18 


100 


20 


M/46 


DU 


Pylorus and bulb 


Bonastent (Standard Sci Tech) 


20 


80 


21 


M/57 


DU 


Pylorus and bulb 


Multi MI Tech (MI Tech) 


18 


90 


22 


F/46 


GU 


Pylorus and bulb 


Multi MI Tech (MI Tech) 


18 


90 



M, male; DU, duodenal ulcer; F, female; GU, gastric ulcer; ESD, endoscopic submucosal dissection. 
"Prior endoscopic balloon dilation therapy. 



after the procedure, which meant that the patients could digest 
solid meals. Eleven patients of score 1 were increased to 2 and 
one patient of 0 was increased to 1 (Tables 2 and 3). Among the 
18 patients whose symptoms improved early after SEMS inser- 
tion and who were followed for more than 6 weeks, 12 (66.7%) 
were maintained without recurrence of obstructive symptoms, 
while six (33.3o/o) suffered from symptom recurrence. 

Complications after intervention were evaluated during the 
endoscopic follow-ups. Migration of the SEMS was observed 
in 15 of 22 patients (68.2%), and among them, six cases oc- 
curred within 1 week, two within 2 weeks, three between 3 and 
4 weeks, and four between 6 and 8 weeks of the procedure. 
Therefore, early migration occurred in six of 15 patients and 
nine cases were corresponding to late migration. Five patients 
with early migration suffered from continuation or recurrence 
of obstructive symptoms and received bypass surgery with 
concomitant removal of the SEMS and one patient reinserted 
the SEMS. In seven of nine patients with late migration, SEMS 
was unable to retrieve endoscopically because they had already 
passed through beyond the reach of endoscopy; however, 
they were expelled outside of the GI tract naturally without 



symptomatic occurrence. One patient did not suffer recurrent 
obstructive symptoms, but he underwent surgery because the 
SEMS could not be removed endoscopically or spontaneously, 
and another one patient underwent surgery due to symptomatic 
recurrence after migration. In brief, seven of 15 patients (46.7%) 
were maintained without symptomatic recurrence despite mi- 
gration of the SEMS, and all six patients with early migration 
suffered continued or recurrent symptoms. However, seven of 
nine patients (77.7%) with late migration did not suffer recur- 
rent obstructive symptoms (Table 3). 

The major complication of stent ingrowth or overgrowth 
occurred in two patients in our study; however, they did not 
experience symptomatic recurrence. Restenosis of the pylorus 
developed in three patients: one case occurred after migration 
and the other two after elective removal of the SEMS; all three 
patients underwent surgery due to recurrent obstructive symp- 
toms. 

3. Removal of SEMS 

During the follow-up period (range, 1 to 38 months; median, 
10.2 months), SEMS remained in place for 6 to 8 weeks in seven 
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of 22 patients (31.8o/o). Among these patients, six underwent 
successful elective removal of the SEMS via the endoscopic ap- 
proach using a polypectomy snare or rat tooth, and one patient 
was operated on due to a failed endoscopic removal. In one 
patient who underwent endoscopic removal, the SEMS was 
impacted within the proximal or distal end of the overriding 



mucosa and was removed successfully using argon plasma co- 
agulation (APC). Of the six patients who underwent endoscopic 
removal of the SEMS, restenosis of the pylorus occurred in 
two patients, who both received additional surgeries, whereas 
the other four patients were well managed without obstructive 
symptoms or pyloric restenosis through more than 2 months of 



Table 2. Clinical Outcomes and Complications after Placement of the Self-Expandable Metallic Stent in the Nonmigration Group 



Case 


GOOSS change* 


Complication 


Removal method 


Recurrence of 
sjTnptom 


Timing of 
recurrence, mo 


Duration of 
follow-up, mo 


Additional 
management 


1 


1- 


^3 


Restenosis after removal 


Snare 


Yes 


28 


36 


Operation 


2 


1- 


^3 


Restenosis after removal 


Rat tooth 


Yes 


3 


3 


Operation 


3 


1- 


^3 


Ingrowth 


APC 


No 




11 


None 


4 


0- 


->1 


None 


Snare, rat tooth 


No 




33 


None 


5 


0- 


^3 


None 


Snare, rat tooth 


No 




9 


None 


e 


1- 


^3 


None 


Snare 


No 




2 


None 


7 


1- 


^3 


None 


Fail 


No 




6 


Operation 



GOOSS, gastric outlet obstruction scoring system; APC, argon plasma coagulation. 

"Assessed by GOOSS: 0, no oral intake; 1, liquids only; 2, soft solids only; 3, low reside or full diet. 



Table 3. Clinical Outcomes and Complications after Placement of the Self-Expandable Metallic Stent in the Migration Group 


Case 


Symptomatic 
change* 


Complication 


Duration of 
migration, wk 


Recurrence of Timing of 
symptom recurrence, mo 


Removal of 
SEMS 


Duration of 
follow-up, mo 


Early migration 














8 




Migration 


1 


Nonapplicable 


Operation 


1 


9 




Migration 


1 


Nonapplicable 


Operation 


1 


10 


1^2 


Migration 


1 


Yes 2 


Operation 


2 


11 


1^1 


Migration 


1 


Nonapplicable 


Reinsertion 


8 


12 


1^1 


Migration 


1 


Nonapplicable 


Operation 


1 


13 


1^2 


Migration 


1 


Yes 1 


Operation 


1 


Late migration 














14 


1^2 


Migration, 
ingrowth 


2 


No 


Operation 


4 


15 


1^2 


Migration 


3 


No 


Spontaneous 
expulsion 


2 


16 


1^2 


Migration 


4 


No 


Spontaneous 
expulsion 


3 


17 


1^2 


Migration 


4 


No 


Spontaneous 
expulsion 


36 


18 


1^2 


Migration 


6 


No 


Spontaneous 
expulsion 


5 


19 


1^2 


Restenosis 
after migration 


8 


Yes 3 


Operation 


4 


20 


1^2 


Migration 


6 


No 


Spontaneous 
expulsion 


38 


21 


1^2 


Migration 


6 


Yes 1 


Spontaneous 
expulsion 


1 


22 


1^2 


Migration 


2 


No 


Spontaneous 
expulsion 


17 



SEMS, self-expandable metallic stent. 

"Assessed by gastric outlet obstruction scoring system (GOOSS): 0, no oral intake; 1, liquids only; 2, soft solids only; 3, low reside or fiill diet. 
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follow-up (Table 2). 
DISCUSSION 

Palliative use of SEMS has been established as a standard 
treatment for GI tract malignancy, and there are a large number 
of data describing its palliative use and clinical outcome. How- 
ever, the application of SEMS in benign stenosis has rarely been 
reported. Several reports have suggested temporary use of SEMS 
in benign stenosis of the GI tract,"' " although the majority of 
the data is limited to esophageal lesions including an anastomo- 
sis site stricture or achalasia. '^ '^ According to previous studies, 
temporary placement of SEMS in benign esophageal stenosis 
improved dysphagia symptoms in the majority of patients and 
reduced the frequency of symptom recurrence to approximately 
10% to 200/0 of patients. However, despite this improvement, 
40% to 500/0 of patients showed delayed complications involv- 
ing new strictures or stent migrations; this result warrants fur- 
ther investigation into the temporary placement of a retrievable 
covered stent in certain cases.'" '^ Furthermore, there have been 
several reports concerning the temporary implantation of SEMS 
in benign colonic strictures with near total or total obstruc- 
tion caused by diverticular/inflammatory disease, postsurgical 
anastomosis, radiation, or Crohn disease. In such cases, SEMS 
could offer medium-term symptom relief and might effectively 
decompress the high-grade benign colonic obstruction, thereby 
allowing for elective surgery.^"'^' Recentiy, several studies re- 
ported the use of SEMS in benign pyloric stenosis; however, the 
majority included small numbers of benign pyloric stenosis and 
large numbers of other GI tract lesions or malignant pyloric/ 
duodenal strictures.^''^ '"'^^ 

This clinical study evaluated the effects of a temporary in- 
sertion of SEMS for benign pyloric stenosis only. Immediate 
symptomatic improvement within 3 days of the procedure was 
achieved in 18 of the 22 enrolled patients (8I.80/0), and the ma- 
jority of these could ingest solid foods comfortably. In 12 of 18 
patients (66.7°/o), this clinical effect continued for 6 to 8 weeks 
and was well maintained without symptomatic recurrence dur- 
ing the 6 months of follow-up. Moreover, the technical success 
rate of 100% indicated that it may be possible to use TTS, which 
enables endoscopists to inspect the stenotic lesion via endos- 
copy and place SEMS at the targeted position. TTS has some 
additional advantages, such as convenience for clinicians and 
reduced discomfort and higher compliance for patients. 

Considering major complications after the procedure, migra- 
tion of the SEMS was the most common complication. We used 
covered SEMS to allow for elective removal at regular intervals, 
which may have contributed to the higher rate of migration. In 
our study, 15 of 22 patients (68.2%) experienced migration of 
the SEMS, and this occurred within 2 weeks in eight patients 
(53.3%) and between 3 and 8 weeks in seven patients (46.7%). 
These results are compatible with other studies of SEMS in be- 



nign esophageal stricture, which reported migration as one of 
the most common complications, with the majority of migra- 
tions occurring within 1 to 8 weeks.'^ '^ From a different per- 
spective, in our study, all five patients were without symptom- 
atic recurrence despite migration of the SEMS between 2 to 4 
weeks, whereas, two of four patients were maintained between 5 
to 8 weeks. Thus, it would be considerable to remove the stent 4 
weeks after stent insertion. Or possibly, placement of clip on the 
upper edge of the stent would also be helpful to prevent migra- 
tion. A recent observational study demonstiated that anchoring 
the fiiUy covered SEMS with the endoscopic clip is feasible and 
significantly reduces esophageal stent migration.^^ Although 
this mentioned study is a positive study about clipping of SEMS, 
still there are few studies mentioning about antial stenting and 
because of the peristalsis of the stomach, the clinical condition 
of the esophagus and stomach might be different. 

Interestingly, symptomatic improvement continued in seven 
of 15 patients (46.7%) who experienced SEMS migration, and 
the majority of them corresponded to late migration. This sug- 
gests that at least 1 week of SEMS placement may guarantee 
gradual dilatation of the stenotic portion and an appropriate 
therapeutic effect despite subsequent migration. The migrated 
SEMS was eliminated spontaneously without major complica- 
tions such as perforation or obstruction in six of the seven pa- 
tients who had continued clinical benefit. However, in the best 
scenario, the implanted SEMS should remain in place for 6 to 8 
weeks until the elective removal with an endoscopic procedure, 
which could be performed using a snare, rat tooth, or even PiPC 
in the case of ingrowth within the SEMS. It seems to bear some 
risks of operation for removal of migrated SEMS, especially in 
case of early migration. 

For optimal application of SEMS, partially covered or com- 
pletely covered (including the outer layer) SEMS should be used 
for benign GI stricture. Cwikiel ef al^* reported an experimental 
study of SEMS in the treatment of benign esophageal strictures 
in pigs. In this study, granulation tissue grew and merged with 
the uncovered area of SEMS after 1 week, resulting in difficul- 
ties in removal. Another serious problem is that bile or gastric 
acid may dissolve the membrane of the SEMS leading to in- 
growth. It is therefore necessary to develop a novel SEMS with 
reduced migration and increased durability. To prevent long- 
term complications, newly developed biodegradable SEMS have 
been tested for the tieatment of benign esophageal stricture,^^'^'' 
and clinical outcomes of large scale studies should be accumu- 
lated to apply these findings to benign pyloric stenosis. 

In conclusion, temporary SEMS placement in benign py- 
loric stenosis had some effects on symptom improvement and 
gradual repeated dilation for stenotic lesions; however, it seems 
premature to consider it as an alternative therapeutic tool for 
surgery or endoscopic balloon dilation due to its frequent mi- 
gration. To overcome major complications such as migration 
or stent ingrowth, it is necessary to develop novel SEMS and 
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perform more clinical studies to assess the optimal timing for 
the placement of SEMS and the selection of patients. Ultimately, 
a randomized controlled trial should be performed to compare 
and evaluate the clinical benefits of temporary SEMS placement 
with other treatment modalities for benign pyloric stenosis. 
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